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To Whom It May Concern:

I hereby attest that Josh Sondrol is a Certified Intoxilyzer Quality Assurance Specialist for the
Lake Havasu City Police Department.

I certify that the attached documentation of Standard Quality Assurance Procedures and/or
Standard Calibration Check Procedure are full, truesand correct copy of the original.
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STATE OF ARIZONA )
)ss
COUNTY OF MOHAVE )

Subscribed and sworn to before me this 11 day of éemr‘/ﬂ’\/@@ “
O by Apsn Spndvsl
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NOTARY PUBLIC

17/

DATE
Commission expires: RTINS CARLA DUARTE
> Notary Public - Arizona
Mohave County
My Comm. Expires Mar 29, 2021
Area Code 928

Administration ....................... 855-4884 Fax #s Emergency ... 9-1-1
Business Office ...................... 855-1171 Administration ....................... 680-5430 Non-Emergency Dispatch/ ...... 855-4111
Investigations ......................... 855-5775 Business Office ...................... 680-5431 Havasu Silent Witness ....... 854-TIPS
Patrol ..o, 855-0515 Investigations/Patrol .............. 680-5432

E-mail: police@thcaz.gov
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AL CH Arizona Administrative Code

L of Fubiic Salely - Aicohol Testing

Exhibit -2, Starduard Calibration Check Procedure, Intoxilyzer Modet 8000

PEYS po CREFAREL PURSUANT 70 BUTY IMPOSTED BY & 8.0

ARIZONA DR PARTMENT OF PUBLIC SAFETY

STANDARES QUALITY As SURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD CALIBRATION CHECK PROCEDURE
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INTOXILYZER SERIAL # &)~/ D505  Location JAIC o

(1 Ensure that gas tank is attached to instrument and contains a standard alcohol concentration solution L X /AC

Pour a standard alcohol concentration solution AC, into a clean dry simulator and assemble the simulator. Ensure
that a tight seal has been made. Turn on the simulator and allow temperature to reach 34° C = 0.2°C

( /{2,. Intoxilyzer 8000 display reads “PUSH BUTTON TO START”

( 3. Go to the “Control Testing Menu”. Select “D” for dry control test or “w» for wet control test. A fier selection is made press

ENTER.
( ‘/{44 Air blank completed. .,
¢ k/)/5. Calibration check completed. Test results 0. I9ld AC.

7 6. Air blank completed.
(X7 Remove printbd record. ftach the record to the completed checklist.
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DPS Form Exh G-2 (Rev 03-01)

Historical Note

New Exhibit G-2 made by final rulemaking at 12 A AR 1916, effective 9:00 a.m., May 18, 2006 (Supp. 06-2).

September 30, 2016 Page 13 Supp. 16-3



INTOXILYZER 8000

Location: JAIL

Serial Number: 80-003355

Core Version: 8105.48

09/17/2019 06:14:10
Standard Lot#: 1351810041

Last Changed By: J. SONDROL #187
QAS: J. SONDROI, #187

LAKE HAVASU CITY PD

Operator: J. SONDROL #187

LAKE HAVASU CITY PD

Test g/210L Time

Air Blank 0.000 06:14:39
0.7100 Cal Check 0.100 06:15:00
Air Blank 0.000 06:15:29

Preventative Maintenance
Performed -- Timer Reset




